Serial Number: 12

Tool Model: GROH

Performed: Wed Dec 09 10:35:20 2009
Calibrator Value: 162.0 GAPI
Background Reading: 36.9

Calibrator Reading: 160.3

Sensitivity: 1.3133 GAPl/

RLL3 (Resistivity Laterolog 3) Calibration Report:

Serial Number: 81
Tool Model: M&W
Performed: Mon Dec 14 12:09:21 2009
System Reading Calibration Reference
0.019 2.500 Ohm-m
0.038 5.000
0.373 50.000
1.819 250.000
3.497 500.000
Database File: 15100.db
Dataset Pathname: LL3
Presentation Format: guard
Dataset Creation: Mon Feb 22 21:11:19 2010 by Log Open-Cased 090629
Charted by: Depth in Feet scaled 1:3000
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